A method to exhaust anesthetic gases when using the Loosco system for children with an expiratory valve according to the Waters' principle.
A description is presented of a method to eliminate anesthetic gases when using the Loosco system for children with an expiratory valve according to the Waters' principle. From practical experience we have gained the strong impression that this convenient device meets the requirements we have formulated. Exact gas-chromatographic determinations are still in progress, and the results will be published as soon as possible.